Streptavidin Agarose Resin - Sample Protocols

These are general guidelines only. Conditions should be optimized for each application.

**Immobilization of biotinylated biomolecules (Column method)**

1) Pour the streptavidin-agarose slurry into an appropriately sized column and wash with 5 to 10 column volumes of PBS.
2) Apply your sample containing the biotinylated biomolecule.
3) Wash the biomolecule-bound resin with PBS until the absorbance of the eluate is minimal (<0.01–0.02).
4) Elute biotinylated biomolecule with 6 M guanidine HCl, pH 1.5–2 or by boiling in 2% SDS with 0.4 M urea. (This will also dissociate streptavidin monomers.)
5) Immediately dialyze or desalt eluted samples if needed for downstream applications.

**Immuoaffinity purification of proteins (with biotinylated affinity ligand) (Batch method)**

1) In a 1.5 mL tube, solubilize antigen in 50 µL of binding buffer (PBS) and add the biotinylated antibody. Adjust the sample volume to 0.2 mL with binding buffer. Incubate sample for 3–4 hr to overnight at 4°C.
2) Mix the streptavidin agarose resin to ensure an even suspension. Add the appropriate amount of resin to the tube containing the antigen/ biotinylated antibody mixture. Incubate the sample with mixing for 1 hr at room temperature or 4°C.
3) Wash the resin-bound complex with 0.5–1.0 mL of binding buffer (PBS). Centrifuge for 1–2 min at ~1,000 × g and remove the supernatant. Repeat this wash procedure at least four times and remove the final wash.
4) Add elution buffer to the resin to recover the bound antigen. If using 0.1 M glycine•HCl, pH 2.8, remove the liquid supernatant and immediately adjust the pH by adding a concentrated buffer such as 1 M Tris, pH 7.5–9.0 (add 100 µL of this buffer to 1 mL of sample). Alternatively, boil the resin-bound complex in SDS-PAGE sample buffer.

**Immuoaffinity column (with biotinylated antibody/protein) purification of a protein**

1) Pour the streptavidin-agarose slurry into an appropriately sized column and wash with 5 to 10 column volumes of PBS.
2) Apply the biotinylated antibody/protein (use approx. 3 mg (or more) of biotinylated antibody/mL of settled streptavidin agarose).
3) Binding of the biotinylated antibody/protein to the streptavidin agarose should be performed at room temperature.
4) Wash the column with PBS until the absorbance of the eluate at 280 nm is less than ~0.01–0.02.
5) Apply the sample (antigen) to the column.
6) Wash with PBS until the absorbance at 280 nm is minimal (0.01–0.02).
7) Elute the sample (antigen) with 0.1 M acetic acid or 0.1 M glycine HCl (pH 2.5) or other elution buffer to dissociate the antibody-antigen interaction (see notes).
8) Immediately neutralize eluted samples with 1 M Tris, pH 8.0.

Note: This protocol can be downloaded from the appropriate category in the Solulink Library at http://www.solulink.com/library.
Notes:

1) The amount of antigen needed and the incubation time are dependent upon the antibody-antigen system used and may require optimization for each specific system.

2) To reduce nonspecific binding, add 1% NP-40, 0.05% Tween 20, or 0.5% sodium deoxycholate to the buffer.

3) Use approximately 3 mg of biotinylated antibody/mL of settled streptavidin agarose. Prepare biotinylated antibody at 0.2–10 mg/mL in binding buffer (PBS).

4) For eluting the biotinylated molecule, use 8 M guanidine•HCl, pH 2.0 or boil the beads in SDS-PAGE sample buffer.

5) PBS = Binding Buffer = (0.1 M phosphate, 0.15 M sodium chloride, pH 7.2).

6) Blocking reagents containing milk products should not be used to block streptavidin agarose due to the presence of endogenous biotin.

7) Suggested antibody/antigen elution buffer: 0.1–1.0 M glycine, 0.5–1% TritonX-100, pH 2.5.

The products offered here are for research use only. Any commercial application will require a license from Solulink. The Solulink Conjugation System is patented and has multiple patents pending. Please contact Solulink for information regarding licensing information. Solulink products and methods may be covered by one or more of the following United States patents Nos. 6,686,461, 6,800,728, 7,102,024, 7,173,125, 7,462,689 and other pending patent applications. Information in this manual is subject to change without notice and does not constitute a commitment on the part of Solulink, Inc. It is supplied on an “as is” basis without any warranty of any kind, either explicit or implied. Information may be changed or updated in this manual at any time. This document may not be copied, transferred, reproduced, disclosed, or duplicated, in whole or in part, without the prior written consent of Solulink, Inc. This documentation is proprietary information and protected by the copyright laws of the United States and international treaties. The manufacturer of this documentation is Solulink, Inc.

Note: This protocol can be downloaded from the appropriate category in the Solulink Library at http://www.solulink.com/library.